
Wir erklären in alleiniger Verantwortung,

dass das Medizinprodukt:

Elast,

Basis UDI-DI: 40440440037G3

Klasse I unsteril

nach Anhang VIII der Verordnung (EU) 2017/745

allen anwendbaren Anforderungen der Verordnung 

(EU) 2017/745 und den weiteren einschlägigen 

Rechtsvorschriften der EU entspricht.

Weitere angewandte Normen

aktuelle DIN EN ISO 13485

Die Konformitätserklärung hat eine Gültigkeit bis 

zum 31.12.2024, beginnend mit dem Tag der 

Ausstellung.

Datum/Date: 21.12.2022

We declare under our sole responsibility that the 

Medical Device:

Elast,

Basic UDI-DI: 40440440037G3

Class I unsterile

acc. to Annex VIII of Regulation (EU) 2017/745

meets all applicable requirements of Regulation 

(EU) 2017/745 and other relevant EU legislation.

further applied standards:

current DIN EN ISO 13485

This declaration is valid until 31.12.2024, starting 

with the date of issue.

51674 Wiehl, 21.12.2022

Stefan Rothmann
verantwortliche Person gemäß Verordnung (EU) 2017/745 Artikel 15 / 

responsible Person according to Regulation (EU) 2017/745 Article 15
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